[Development of sensitive-micro RF coils in desktop MRI systems].
A RF coil (or probe) is one of the key components in NMR spectrometers and MRI systems, and designing a quality RF coil is a cheaper way to improves the signal-to-noise ratio (SNR) of systems and image quality. According to different applications there are a variety of RF coils. This article describes high-sensitive micro RF coils used in NMR spectrometers specially for test-tube samples. Their performance has been verified on the desktop MRI systems.